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HALL B
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ALL A ADDED X OFFSET DISTANCE FOR PAIR SPEC B.MARZOLF
30SEP2014 R.MILLER

ALL B CORRECTED LABELS: GIRDER 2H02, HARP, DOWNSTREAM
VIEWER, & BEAMSTOPPER

C.WIGGINS
2014/11/7

ALL C ADDED COLLIMATOR, TARGET PUMP, BEAM TUBES.  REMOVED
STANDS FOR TORUS.

S. GREGORY
13JAN16

FRASCATI 11468 MAGNET
POLE SIZE: 8.25 W x 13.5 LG
POLE GAP: 3.25
APPROX. WEIGHT = 3800 LBS

FRASCATI 11468 MAGNET
POLE SIZE: 8.25 W x 13.5 LG
POLE GAP: 3.25
APPROX. WEIGHT = 3800 LBS

VFV2H01
(FAST VALVE)

VBV2H01A
VALVE

IBC2H01
IPM2H01V
1PM2H01H

PAIR SPECTROMETER
18D36
POLE SIZE 36L x 18D x 8H
MPS2H01
APPROX. WEIGHT: 40000 LBS

OLD PAIR SPECTROMETER

DOWNSTREAM
VIEWER

RETRACTABLE 
BEAMSTOPPER
PERMANENT MAGNET

FARADAY CUP

WALL

PHOTONDUMP

923.735

1252.667

324.909

447.313

 HALL 
CENTER

554.406

477.563

HALO COUNTERS (2X)

BEAM PIPE
A-FRAME SUPPORT 
DWG 66840-E-02453

HALO COUNTER (1X)

HALO COUNTERS (4X)

ROUGHING 
    PUMP

GRANVILLE-PHILLIPS 275
CONVECTRON PIRANI PN 275238
VACUUM GAUGE

V-STAND

BEAM PIPE 2-1/2" DIA
DWG B00000-02-07-0008
6.22" OAL

BEAM PIPE 2-1/2" DIA
DWG B00000-02-07-0007
119" OAL

MANUAL KF40 VALVE

5 WAY CROSS
4X 2-3/4"
1X - KF40

LEVEL 2

LEVEL 3

LEVEL 1

2-3/4" FLANGED
BELLOWS 3-3/8" OAL

2.5" DIA BEAM-PIPE
18" OAL

HALL FLOOR

2H02 GIRDER

HALO COUNTERS (2X)

HALO COUNTERS (2X)
2.5" DIA BEAM-PIPE
24.8" OAL

585.186

ROUGHING 
PUMP

MANUAL KF40 VALVE

2H00 GIRDER

2H02A HARP

4-1/2" FLANGED
BELLOWS 6" OAL

4" BEAM PIPE
WITH QTY 1 BELLOWS @5" L EA
OAL ~31.25"

4-5/8" TO 6"
ADAPTER FLANGE

2.0" BEAM PIPE
~65.75" OAL

3" BEAM PIPE
MAKE FROM 66810-05106
MODIFY TO 29.6 OAL

VAT SERIES 01
VALVE # VBV2H00A

4-1/2" FLANGED
BELLOWS 6.25" OAL

COLD CATHODE
VACUUM GAUGE

COLD CATHODE
AND CONVECTRON
VACUUM GAUGE

COLD CATHODE GAUGE
AND CONVECTRON
VACUUM GAUGE

MANUAL KF40 VALVE

BEAM PIPE 2-1/2" DIA
DWG B00000-02-07-0004
48.63" OAL

 

306.06

4.0" DIA BEAM-PIPE
215" OAL
MAKE FROM DWG 66210-02147 

BEAM PIPE 2-1/2" DIA
DWG B00000-02-07-0005
210.58" OAL

8" FLANGED
BELLOWS 6" OAL

2-3/4" TO 4-1/2" 
BELLOWS
DWG 66840-04331

4-1/2" TO 8"
ADAPTER FLANGE

6" TO 2-3/4"
ADAPTER FLANGE

SVT COLLIMATOR

85.87

VALVE 
PN 01032-UE44-0005

85.87

4-1/2" TO 6"
ADAPTER FLANGE

2-3/4" TO 4-1/2"
ADAPTER 3" OAL

695.20

B00000-02-07-0009
TEE FOR TURBO PUMP

BEAM PIPE 2-1/2" DIA
DWG B00000-02-07-0006
109" OAL

BEAM PIPE 1-1/2" DIA
DWG B00000-02-07-0002
17" OAL

BEAM PIPE 1-1/2" DIA
DWG B00000-02-07-0003
65.2" OAL

COLLIMATOR
2.6 MM
6.4 MM
12.8 MM

4-1/2" FLANGED
BELLOWS 6.25" OAL

2-3/4" FLANGED
BELLOWS 4-1/2" OAL

TARGET PUMP

12.0

EXTENDABLE BELLOWS
DWG 66810-03951

237.60

602.501 
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B11006-02-00-0000 C
1:50 NA 2 2

HALL PERIMETER
1128.0"

HALL CENTER

TARGET

3.490 .039 
Approved: 02/04/2016; E-Sign ID: 316697; Signed By: Approver 1: E. Pasyuk; Checker: B. Miller; DCG: T. Fuell   |


