
Relays are Potter&Brumfield KHAU-17D11-24

14 13

VBV3I02 and beamline vacuum interlock wiring
Relays are in rear of IN01B03

14 13

14 13

11 7 11 117 7

Shroud 
"OK"

INJ 
Vacuum 
"OK"

VBV3I02 
"OPEN"

A

B

J8 CONNECTOR OF OLD 150KV GLASSMAN INTERLOCK & J6 
GLOBAL INTERLOCK READY INPUT OF NEW 450KV 
GLASSMAN

SHROUD 
OK 
SIGNAL 
TO 
EPICS

WAGO 
84D  
"COMMON"

WAGO  
"+24VDC"

SAFETY 
LOOP 
TO 
TUNNEL

IN01B11
RED

WAGO 
40D
YELLOW


