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FOR PREVIOUS REVISION HISTORY SEE EECAD DEPARTMENT H
OR DOCUMENT CONTROL GROUP
EPICS 24V DIGITAL OUTPUT —Return EPICS 24V DIGITAL INPUT —Return
Jf J: G
24V 1 AMP SUPPLY (INSIDE CHASSIS OR EXTERNAL FEED)
+24V —Return
EPICS RECEIVES POSITIVE FEEDBACK OF POWER
APPLIED TO THE K2 AND K3 RELAYS. THERE IS l
1 1N4001 NO OTHER WAY TO CONFIRM SWITCH POSITION.
14| K1 “CONTROL RELAY’
K1 is Potter&Brumfield KHAU-17D11-24 F
E
q_
L -HV coble to ‘POLARITY SWITCH MATRIX” b
0 TO —30 KV
HV CABLE TO WIEN PLATE 1
‘POLARITY SWITCH MATRIX” C
K2 AND K3 ARE GigaVac
G71C881 type
70KV rated
K3 | | -
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HV CABLE TO WIEN PLATE 2
+HV coble to “POLARITY SWITCH MATRIX”
? 0 TO 30 KV
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b WEIN HIGH VOLTAGE SYSTEM A
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