
Hall A DVCS anode current measurements
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 PMTs: Hamamatsu R7700, capacitively coupled to a preamplifier
 Constant level background filtered to the electronics,
 But independent measurement of the PMT anode currents in the voltage 

divider and read through EPICS



Raw EPICS data
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Anode currents for 9 Hall A DVCS settings
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Normalized to same beam current (10 uA)
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 NPS approved settings have crystals as close as 4 deg at 4 m, but up to 50 uA of beam current

 Hall A crystals are 3x3 cm2, NPS crystals are 2x2 cm2

 Hall A crystals (PbF2) have a light yield 100 smaller than PbWO4

 Hall A PMTs were operated at low gain (104-105)


